Abstract: A novel method, which was called a slope method, has been proposed to measure fluid density by the micro-cantilever sensing chip. The theoretical formulas of the slope method were discussed and established when the micro-cantilever sensing chip was under flexural and torsional vibrations. The slope was calculated based on the fitted curve between the excitation and output voltages of sensing chip under the nonresonant status. This measuring method need not sweep frequency to find the accurate resonant frequency. Therefore, the fluid density was measured easily based on the calculated slope. In addition, the micro-cantilver was drived by double sided excitation and free end excitation to oscillate under flexural and torsional vibrations, respectively. The corresponding experiments were carried out to measure the fluid density by the slope method. The measurement results were also analyzed when the sensing chip was under flexural and torsional nonresonant vibrations separately. The measurement accuracies under these vibrations were all better than 1.5%, and the density measuring sensitivity under torsional nonresonant vibration was about two times higher than that under flexural nonresonant vibration.
Introduction
Vibration methods are widely used in online measurements of fluid density [1] [2] [3] . Micro Electromechanical Systems (MEMS) technology has increasingly been used to fabricate vibration sensors [4] [5] [6] . MEMS sensors need only a micro-scale fluid sample to measure its density, viscosity or other parameters. For instance, Corman [7] presented a fully low-pressure encapsulated and closed-loop operated resonant fluid density sensor, where the required sample volume was only 35 µL. A new simple silicon straight tube was tested as a fluid density sensor in the study of Najmzadeh [8] ; the length of the proposed tube was 2.65 cm, and the volume of the fluid sample was only 9.3 µL. The micro-cantilever is one of most common structures used for MEMS vibration devices, as it is simple and reliable [9] . Wilson [10] showed that piezoelectric-excited millimeter-sized cantilever (PEMC) sensors could be used for determining both density and viscosity of liquids, and the measurement accuracy of fluid density was from 0.01% to 3.5%. Cakmak [11] introduced a novel method for fast measurements of liquid viscosity and density using two cantilevers with different geometries.
The Structure of the Sensing Chip and Two Different Excitation Ways
In this paper, a sensing chip for the measurement of fluid density with a micro-cantilever structure was designed and fabricated from monocrystalline silicon using MEMS technology. Au was sputtered to fabricate the metallic coil on the micro-cantilever as shown in Figure 1 . In the experiment, the sensing chip was put in a uniform magnetic field and the alternating voltage at a certain frequency, also called driving voltage, powered the coil. Then, a Lorentz force was generated to drive the micro-cantilever vibrating at the same frequency of the alternating voltage. For the vibrating micro-cantilever, the stress would concentrate on its fixed end where four piezoresistors were fabricated by a doping process to constitute a Wheatstone bridge. Therefore, the vibrating signal of the micro-cantilever could be detected by the output voltage of Wheatstone bridge based on the piezoresistive principle. Welding pads were used to bond Au wires for the connection with external circuits. cantilevers with different geometries. The measurement error of the fluid density was better than 3% in the range of 995-1150 kg/m 3 . An edge-supported vibrating plate was fabricated using MEMS technology [12] to measure the density and viscosity of fluids. The density measurement error was better than 0.7%. However, all the sensors mentioned above were used to measure the fluid density by the resonant frequency shift under the flexural mode. The resonant modes of a micro-cantilever include not only flexural mode but also torsional [13] and lateral modes [14] and so on. In addition, the vibrating micro-cantilever must be immersed in the surrounding fluid, which results in an inertial load on the micro-cantilever, also called virtual mass [15] . Therefore, the change of fluid density contributes to the resonant frequency shift of micro-cantilever, however, its quality factor is not affected by the fluid density. At present, most MEMS vibrating sensors used to measure physical or biochemical quantities, work in resonance mode, such as when measuring fluid density via the resonant frequency shift [16, 17] . Therefore, in order to guarantee the measurement accuracy, the resonant frequencies of the vibrating sensors must be accurately determined. In order to avoid calculating the resonant frequency, the novel slope method to measure the fluid density by the micro-cantilever sensing chip under the nonresonant working status was developed. The output voltage of a micro-cantilever sensor increases linearly with the increase of its driving voltage when the micro-cantilever is immersed in fluids of different densities. The different fluid density changes the vibration amplitude of the micro-cantilever. In addition, the output voltage of the Wheatstone bridge in the sensing chip is proportional to the stress of micro-cantilever sensing chip based on the piezoresistive principle, and its stress is proportional to its deflection, while its deflection is proportional to the driving voltage on the coil of the sensing chip. Then the slope is calculated from the curve representing the relationship between excitation and output voltages. It's found that the slope is perfectly inversely proportional to the density of the surrounding fluid, therefore the fluid density can be measured from the corresponding slope. In addition, the fluid density measurement results of the slope method were also compared under two excitation modes: free end excitation and double sided excitation.
In this paper, a sensing chip for the measurement of fluid density with a micro-cantilever structure was designed and fabricated from monocrystalline silicon using MEMS technology. Au was sputtered to fabricate the metallic coil on the micro-cantilever as shown in Figure 1 . In the experiment, the sensing chip was put in a uniform magnetic field and the alternating voltage at a certain frequency, also called driving voltage, powered the coil. Then, a Lorentz force was generated to drive the micro-cantilever vibrating at the same frequency of the alternating voltage. For the vibrating micro-cantilever, the stress would concentrate on its fixed end where four piezoresistors were fabricated by a doping process to constitute a Wheatstone bridge. Therefore, the vibrating signal of the micro-cantilever could be detected by the output voltage of Wheatstone bridge based on the piezoresistive principle. Welding pads were used to bond Au wires for the connection with external circuits. In Figure 1 , l, w and d denote the length, width and thickness of the micro-cantilever, respectively, where l = 1500 µm, w = 2500 µm and d = 30 µm. The micro-cantilever has different vibrating modes under different excitations, such as flexural, torsional and lateral vibrations. This research was just concentrated on the flexural and torsional vibrations, which were excited in two different ways.
As shown in Figure 2a , the Lorentz force was generated and applied to the free end of micro-cantilever when the direction of magnetic field was parallel to the x axis. The flexural vibration of the micro-cantilever was generated for the sensing chip under this condition. This driving way is called free-end excitation in this research.
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In Figure 1 , l, w and d denote the length, width and thickness of the micro-cantilever, respectively, where l = 1500 μm, w = 2500 μm and d = 30 μm. The micro-cantilever has different vibrating modes under different excitations, such as flexural, torsional and lateral vibrations. This research was just concentrated on the flexural and torsional vibrations, which were excited in two different ways.
As shown in Figure 2a , the Lorentz force was generated and applied to the free end of micro-cantilever when the direction of magnetic field was parallel to the x axis. The flexural vibration of the micro-cantilever was generated for the sensing chip under this condition. This driving way is called free-end excitation in this research. The torsional vibration of the micro-cantilever was excited by a torque as shown in Figure 2b . The Lorentz force was generated and applied to the double long sides of the micro-cantilever when the direction of the magnetic field was parallel to the z axis. This driving mode is called double sided excitation in this research.
The Slope Method Under Nonresonant Vibration
As is known to all, the resonant frequency of a vibrating device immersed in a fluid will be influenced mainly by the fluid density, and the full width at half maximum (FWHM) of the device will be affected by the fluid viscosity [18] , as shown in Figure 3 . The Reynolds number Re of an oscillating cantilever is 2πfρw 2 /(4η), where η and ρ are viscosity and density of the fluid, w is the width and f is the resonant frequency of the cantilever. For high Re (Re >> 1), the viscous effect is negligible and the resonance frequency of the cantilever is primarily a function of fluid density and independent of fluid viscosity [19] . In this paper, the width of the proposed micro-cantilever was 2500 μm, and the Re was about 100 and far larger than 1. Therefore, the viscosity effect can be neglected for this sensing chip when the fluid viscosity is not very large (≤10 mPa·s). The experimental results in Section 3.2 also prove this statement. When we researched the density effect on the vibration of the micro-cantilever under The torsional vibration of the micro-cantilever was excited by a torque as shown in Figure 2b . The Lorentz force was generated and applied to the double long sides of the micro-cantilever when the direction of the magnetic field was parallel to the z axis. This driving mode is called double sided excitation in this research.
As is known to all, the resonant frequency of a vibrating device immersed in a fluid will be influenced mainly by the fluid density, and the full width at half maximum (FWHM) of the device will be affected by the fluid viscosity [18] , as shown in Figure 3 . The Reynolds number Re of an oscillating cantilever is 2πfρw 2 /(4η), where η and ρ are viscosity and density of the fluid, w is the width and f is the resonant frequency of the cantilever. For high Re (Re >> 1), the viscous effect is negligible and the resonance frequency of the cantilever is primarily a function of fluid density and independent of fluid viscosity [19] . In Figure 1 , l, w and d denote the length, width and thickness of the micro-cantilever, respectively, where l = 1500 μm, w = 2500 μm and d = 30 μm. The micro-cantilever has different vibrating modes under different excitations, such as flexural, torsional and lateral vibrations. This research was just concentrated on the flexural and torsional vibrations, which were excited in two different ways.
As is known to all, the resonant frequency of a vibrating device immersed in a fluid will be influenced mainly by the fluid density, and the full width at half maximum (FWHM) of the device will be affected by the fluid viscosity [18] , as shown in Figure 3 . The Reynolds number Re of an oscillating cantilever is 2πfρw 2 /(4η), where η and ρ are viscosity and density of the fluid, w is the width and f is the resonant frequency of the cantilever. For high Re (Re >> 1), the viscous effect is negligible and the resonance frequency of the cantilever is primarily a function of fluid density and independent of fluid viscosity [19] . In this paper, the width of the proposed micro-cantilever was 2500 μm, and the Re was about 100 and far larger than 1. Therefore, the viscosity effect can be neglected for this sensing chip when the fluid viscosity is not very large (≤10 mPa·s). The experimental results in Section 3.2 also prove this statement. When we researched the density effect on the vibration of the micro-cantilever under In this paper, the width of the proposed micro-cantilever was 2500 µm, and the Re was about 100 and far larger than 1. Therefore, the viscosity effect can be neglected for this sensing chip when the fluid viscosity is not very large (≤10 mPa·s). The experimental results in Section 3.2 also prove this statement. When we researched the density effect on the vibration of the micro-cantilever under its nonresonant status, the fluid density could be treated as a virtual mass applied to the micro-cantilever. The effects of fluid density on the micro-cantilever are discussed in detail as follows.
Under Flexural Nonresonant Vibration
The cross section of the rectangular micro-cantilever in the fluid is shown in Figure 4 . The Lorentz force is generated as a simple harmonic force p(l) and applied to the free end of the micro-cantilever. The deflection amplitude in the free end of micro-cantilever is directly proportional to the force p(l) because monocrystalline silicon is a linear elastic material.
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Fluid
Micro-cantilever Without considering the effect of fluid viscosity, the differential equation of the micro-cantilever under flexural vibration in the fluid can be written as [19] :
( ) sin
where E is the Young modulus, J is moment of inertia, ρe is the equivalent density of the micro-cantilever in the fluid, A is the cross sectional area of the micro-cantilever. Because the cross section of the rectangular micro-cantilever is constant, Equation (1) can be expressed as:
where:
The deflection of the stationary response on the free end of the micro-cantilever was presumed as:
where w(l) is the maximum deflection of micro-cantilever along y direction. After Equation (4) was substituted into Equation (2):
After solving Equation (5), the general solution of the deflection on the free end of the micro-cantilever can be presented as follows: Without considering the effect of fluid viscosity, the differential equation of the micro-cantilever under flexural vibration in the fluid can be written as [19] :
where E is the Young modulus, J is moment of inertia, ρ e is the equivalent density of the micro-cantilever in the fluid, A is the cross sectional area of the micro-cantilever. Because the cross section of the rectangular micro-cantilever is constant, Equation (1) can be expressed as:
After solving Equation (5), the general solution of the deflection on the free end of the micro-cantilever can be presented as follows:
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When the vibration force on the free end of a micro-cantilever changes, the vibration amplitude is also changed correspondingly. When the excitation force is defined as p 1 (l), the deflection amplitude of the free end of micro-cantilever is denoted by w 1 (l), and when the excitation force is p 2 (l), the deflection amplitude of its free end is changed to w 2 (l), and the following equation is obtained based on Equation (7):
In Equation (9), ρ s is the density of micro-cantilever and ρ f is the density of fluid, C 7 is a constant. An output voltage U of the Wheatstone bridge, which is located on the fixed end of the micro-cantilever, has a linear relationship with the deflection amplitude of the free end of the micro-cantilever [20] . Furthermore, the excitation force applied to the micro-cantilever also has a linear relationship with the driving voltage V on the coil.
Therefore:
After substituting Equations (9)- (11) into Equation (8), we obtain the following function:
Under Torsional Nonresonant Vibration
The torsional vibration sketch of the micro-cantilever was shown in Figure 5 . When a simple harmonic torque m(x,t) is applied to the micro-cantilever, it vibrates torsionally along the major axis (x) to generate a deflection angle φ(x,t).
where Ci (i = 1~6) is constant. When the vibration force on the free end of a micro-cantilever changes, the vibration amplitude is also changed correspondingly. When the excitation force is defined as p1(l), the deflection amplitude of the free end of micro-cantilever is denoted by w1(l), and when the excitation force is p2(l), the deflection amplitude of its free end is changed to w2(l), and the following equation is obtained based on Equation (7):
In Equation (9), ρs is the density of micro-cantilever and ρf is the density of fluid, C7 is a constant.
An output voltage U of the Wheatstone bridge, which is located on the fixed end of the micro-cantilever, has a linear relationship with the deflection amplitude of the free end of the micro-cantilever [20] . Furthermore, the excitation force applied to the micro-cantilever also has a linear relationship with the driving voltage V on the coil.
The torsional vibration sketch of the micro-cantilever was shown in Figure 5 . When a simple harmonic torque m(x,t) is applied to the micro-cantilever, it vibrates torsionally along the major axis (x) to generate a deflection angle ϕ(x,t). The vibration differential equation of the micro-cantilever in the fluid under torsional vibration could be written as [21] :
where G is the shear modulus of the micro-cantilever, and I is the polar moment of inertia about the major axis of rotation. The parameter K in Equation (13) is a torsional constant related to the cross-sectional area. For a rectangular cross section with width w and thickness d, K is given by [22] :
Equation (14) is an approximation based on the assumption that the cross section is a narrow rectangle with w > d. Equation (13) 
where D 1 and D 2 are also constants.
Equations (12) and (15) have a similar form; their left parts are actually the slopes (denoted by k) of the fitted curves that are obtained from the corresponding output voltages of the Wheatstone bridge and different driving voltages on the coil.
Therefore, both Equations (12) and (15) can be simplified to demonstrate the relationship between the fluid density and slope k as:
where m, n are constants and can also be calculated by experimental calibration. The fluid density can then be calculated from the slope k using Equation (16), which is called the slope method.
Experiments
An experimental system had been established as shown in Figure 6 . The micro-cantilever sensing chip was immersed in the fluid to be measured, and the vessel filled with the fluid was fixed with a support and could drop into a thermostatic bath Fluke 7008 (Fluke, Everett, WA, USA).
Equation (14) is an approximation based on the assumption that the cross section is a narrow rectangle with w > d. Equation (13) could be solved like Equation (1) in Section 3.1. The relationship between the output voltage U of the Wheatstone bridge and the driving voltage V on the coil under torsional vibration can be expressed as:
where D1 and D2 are also constants.
An experimental system had been established as shown in Figure 6 . The micro-cantilever sensing chip was immersed in the fluid to be measured, and the vessel filled with the fluid was fixed with a support and could drop into a thermostatic bath Fluke 7008 (Fluke, Everett, WA, USA). the metal coil at a constant frequency. The driving voltage V was provided by a 33220 A signal generator (Agilent, Santa Clara, CA, USA) and a constant current of 2 mA was provided by an ITECH IT6233B DC source (ITECH, Nanjing, China) to power the Wheatstone bridge.
The Two Different Excitations
The free end excitation method is explained in Figure 7a . The micro-cantilever sensing chip was fixed on a Printed circuit board (PCB). The PCB was fixed on a support that could dip into the fluid. A magnet was pasted on the bottom of vessel to provide a stationary magnetic field. The micro-cantilever must be close to the surface of the magnet, which ensures the magnetic induction lines around the micro-cantilever are uniform and parallel to the x axis of the micro-cantilever. A metal frame around the micro-cantilever as shown in Figure 7a was used to protect the sensing chip. The double sided excitation method was demonstrated in Figure 7b . There were two magnets pasted on two sides of a support with the width of 20 mm to provide a magnetic field. Then, the magnetic induction lines were uniform and parallel to z axis of the micro-cantilever. A SR830 lock-in amplifier (Stanford Instruments, Sunnyvale, CA, USA) detected the output voltage U of the Wheatstone bridge when the sinusoidal AC voltage as the driving voltage V excited the metal coil at a constant frequency. The driving voltage V was provided by a 33220 A signal generator (Agilent, Santa Clara, CA, USA) and a constant current of 2 mA was provided by an ITECH IT6233B DC source (ITECH, Nanjing, China) to power the Wheatstone bridge.
The free end excitation method is explained in Figure 7a . The micro-cantilever sensing chip was fixed on a Printed circuit board (PCB). The PCB was fixed on a support that could dip into the fluid. A magnet was pasted on the bottom of vessel to provide a stationary magnetic field. The micro-cantilever must be close to the surface of the magnet, which ensures the magnetic induction lines around the micro-cantilever are uniform and parallel to the x axis of the micro-cantilever. A metal frame around the micro-cantilever as shown in Figure 7a was used to protect the sensing chip. The double sided excitation method was demonstrated in Figure 7b . There were two magnets pasted on two sides of a support with the width of 20 mm to provide a magnetic field. Then, the magnetic induction lines were uniform and parallel to z axis of the micro-cantilever. 
The Influencing Parameters for the Slope Method
The experimental parameters of the two excitation modes are discussed in this section. First, the driving voltage V on the coil should not be larger than 1000 mV to ensure the vibration amplitude of the micro-cantilever is far smaller than any dimension of the sensing chip. Figure 8 shows the output voltage U of the Wheatstone bridge under the driving voltage V with 800 mV in sweeping frequency from 10 Hz to 100 kHz with steps of 200 Hz. The interval time between two adjacent testing points was one second. The measuring process was completed in octane at 30 ℃. In Figure 8 , for the sweeping curve under free end excitation, the resonant peak was the 1st flexural resonance, and the 2nd order resonance did not appear as its amplitude was too weak. For the sweeping curve under double sided excitation, the resonant peak was the 1st torsional resonance, and the flexural resonance could not be excited. The fluid density changed the resonant frequency of the micro-cantilever, so the relationship between the slope and the fluid density was not linear when the vibrating frequency of the micro-cantilever was around its resonant frequency. The frequency of the proposed micro-cantilever for the slope method was selected larger than 30 kHz and away from its resonant frequency. In addition, the vibrating frequency should be lower to reduce energy consumption. Summing up the above, the vibrating frequency of the micro-cantilever in the experiments of Section 4 was fixed at 50 kHz. 
The experimental parameters of the two excitation modes are discussed in this section. First, the driving voltage V on the coil should not be larger than 1000 mV to ensure the vibration amplitude of the micro-cantilever is far smaller than any dimension of the sensing chip. Figure 8 shows the output voltage U of the Wheatstone bridge under the driving voltage V with 800 mV in sweeping frequency from 10 Hz to 100 kHz with steps of 200 Hz. The interval time between two adjacent testing points was one second. The measuring process was completed in octane at 30 • C. In Figure 8 , for the sweeping curve under free end excitation, the resonant peak was the 1st flexural resonance, and the 2nd order resonance did not appear as its amplitude was too weak. For the sweeping curve under double sided excitation, the resonant peak was the 1st torsional resonance, and the flexural resonance could not be excited. The fluid density changed the resonant frequency of the micro-cantilever, so the relationship between the slope and the fluid density was not linear when the vibrating frequency of the micro-cantilever was around its resonant frequency. The frequency of the proposed micro-cantilever for the slope method was selected larger than 30 kHz and away from its resonant frequency. In addition, the vibrating frequency should be lower to reduce energy consumption. Summing up the above, the vibrating frequency of the micro-cantilever in the experiments of Section 4 was fixed at 50 kHz. The effect of viscosity on the measurement of the fluid density by the slope method was researched in the next experiment. In order to evaluate the effect of viscosity, silicone oil was selected as the sample. The viscosity values of silicone oils range from 0.5 mPa·s to 100 mPa·s, but their density value changes are very small, only from 0.93 kg·m −3 to 0.97 kg·m −3 . Based on Equations (12) and (15), the values of slope k were calculated after the micro-cantilever sensing chip was immersed in the selected silicone oils under different excitation modes.
As shown in Figure 9 , the values of slope k were all about 2 when the viscosity values of silicone oils were 0.65 mPa·s, 10 mPa·s and 50 mPa·s (the black curve) under double sided excitation, but it became 0.56 when the viscosity value was 100 mPa·s. However, in the red curve corresponding to free end excitation, the values of slope k were all about 3.4 when the viscosity values of silicone oils were 0.65 mPa·s and 10 mPa·s, but they became 2.63 and 0.77 when the viscosity values were 50 mPa·s and 100 mPa·s, respectively. The experimental results illustrate that the slope method for the measurement of fluid density was not significantly affected by the viscosity when the viscosity value of measured fluid was less than 10 mPa·s. Therefore, a low viscosity value can be neglected for the proposed slope method to measure the density of a fluid. The effect of viscosity on the measurement of the fluid density by the slope method was researched in the next experiment. In order to evaluate the effect of viscosity, silicone oil was selected as the sample. The viscosity values of silicone oils range from 0.5 mPa·s to 100 mPa·s, but their density value changes are very small, only from 0.93 kg·m −3 to 0.97 kg·m −3 . Based on Equations (12) and (15), the values of slope k were calculated after the micro-cantilever sensing chip was immersed in the selected silicone oils under different excitation modes.
As shown in Figure 9 , the values of slope k were all about 2 when the viscosity values of silicone oils were 0.65 mPa·s, 10 mPa·s and 50 mPa·s (the black curve) under double sided excitation, but it became 0.56 when the viscosity value was 100 mPa·s. However, in the red curve corresponding to free end excitation, the values of slope k were all about 3.4 when the viscosity values of silicone oils were 0.65 mPa·s and 10 mPa·s, but they became 2.63 and 0.77 when the viscosity values were 50 mPa·s and 100 mPa·s, respectively. The experimental results illustrate that the slope method for the measurement of fluid density was not significantly affected by the viscosity when the viscosity value of measured fluid was less than 10 mPa·s. Therefore, a low viscosity value can be neglected for the proposed slope method to measure the density of a fluid. 
Results and Discussion of the Slope Method
The experiments for the density measurements of five fluids were carried out under different temperatures of 25 • C, 30 • C and 35 • C, the corresponding reference values of their densities are shown in Table 1 . The reference values of density, viscosity and sonic speed under standard atmospheric pressure and different temperature were calculated using the Reference Fluid Properties (REFPROP) software. This program, developed by the U.S. National Institute of Standards and Technology (NIST), calculates the thermodynamic and transport properties of industrially important fluids and their mixtures. A small temperature range had been chosen in these experiments in order to avoid the temperature influence on the piezoresistors. In addition, the alkane fluids easily volatilize at temperatures beyond 35 • C. 
Measuring Results of Fluid Density Under Flexural Nonresonant Vibration
The sensing chip was packaged as shown in Figure 7a , and the micro-cantilever was driven to be vibrating under free end excitation. The driving voltage V on the coil was from 250 mV to 1000 mV with steps of 250 mV. There were 15 different density values of five fluids under three different temperatures. The output voltage U of the Wheatstone bridge was tested 10 times at every measuring point, and the final output voltage U of the Wheatstone bridge at every measuring point was the average value of these measurement results. As shown in Figure 10a , each curve was obtained and fitted to show the relationship of the driving voltage V and output voltage U when the micro-cantilever sensing chip was immersed in each fluid under each temperature. Also, the corresponding slope values for the fitted curves were calculated and are shown in Figure 10a . 
Results and Discussion of the Slope Method
The experiments for the density measurements of five fluids were carried out under different temperatures of 25 ℃, 30 ℃ and 35 ℃, the corresponding reference values of their densities are shown in Table 1 . The reference values of density, viscosity and sonic speed under standard atmospheric pressure and different temperature were calculated using the Reference Fluid Properties (REFPROP) software. This program, developed by the U.S. National Institute of Standards and Technology (NIST), calculates the thermodynamic and transport properties of industrially important fluids and their mixtures. A small temperature range had been chosen in these experiments in order to avoid the temperature influence on the piezoresistors. In addition, the alkane fluids easily volatilize at temperatures beyond 35 ℃. 
Measuring Results of Fluid Density Under Flexural Nonresonant Vibration
The sensing chip was packaged as shown in Figure 7a , and the micro-cantilever was driven to be vibrating under free end excitation. The driving voltage V on the coil was from 250 mV to 1000 mV with steps of 250 mV. There were 15 different density values of five fluids under three different temperatures. The output voltage U of the Wheatstone bridge was tested 10 times at every measuring point, and the final output voltage U of the Wheatstone bridge at every measuring point was the average value of these measurement results. As shown in Figure 10a , each curve was obtained and fitted to show the relationship of the driving voltage V and output voltage U when the micro-cantilever sensing chip was immersed in each fluid under each temperature. Also, the corresponding slope values for the fitted curves were calculated and are shown in Figure 10a . The reference density values of n-hexane and methylbenzene under 30 ℃ were used to calibrate the working Equation (16) . Thus, the constants of m and n were calculated as: The reference density values of n-hexane and methylbenzene under 30 • C were used to calibrate the working Equation (16) . Thus, the constants of m and n were calculated as: m = 3249.986, n = −46.963 Then, the working Equation (16) became:
Therefore, the density values of the fluids at different temperatures measured by the slope method under free end excitation were calculated using Equation (17) and are shown in Table 2 . The absolute relative errors between the measured results and reference values of different fluid densities were all less than 1.1%. As shown in Figure 10b , the relationship curve between the slope k and fluid density under free end excitation was fitted from the data in Table 2 . The slope k decreased linearly with the increasing fluid density, which was consistent with Equation (17) . The absolute average measuring accuracy was about 0.46%. In addition, the density measurement sensitivity (DMS) under free end excitation could be expressed as S = ∆k/∆ρ f = 0.005 (kg·m −3 ) −1 , where the unit of slope k was 1.
Measuring Results of Fluid Density Under Torsional Nonresonant Vibration
The sensing chip was packaged as shown in Figure 7b , and the micro-cantilever was driven to be vibrating by double sided excitation. The other conditions in these measurement experiments were all same as in the free end excitation experiments. Each curve was obtained and fitted as in Figure 11a to show the relationship between the driving voltage V and output voltage U when the micro-cantilever sensing chip was immersed in each fluid at each temperature. In addition, the corresponding slope values were also calculated and are shown in Figure 11a .
The reference density values of n-hexane and methylbenzene under 30 • C were also used to calibrate the working Equation (16) . Thus, the constants of m and n were calculated as: m = 1645.212 and n = 385.486
Then, the working Equation (16) The other density values of fluids by the slope method under double sided excitation were calculated using Equation (18) and are shown in Table 3 . The absolute relative errors between the measured results and reference values of the different fluid densities were all less than 1.5%. As shown in Figure 11b , we could obtain the fitted curve between slope k and fluid density under double sided excitation from the data in Table 3 . The slope k also decreased linearly with increasing fluid density, which is consistent with Equation (18) . The absolute average measuring accuracy was about 0.60%. In addition, the DMS under double sided excitation was S = Δk/Δρf = 0.013 (kg·m −3 ) −1 , which was above two times that under free end excitation.
It can be seen from Figure 10a and Figure 11a that the output voltage of the sensing chip under double sided excitation was larger than that under free end excitation. The main reason was the stress concentration of micro-cantilever under double sided excitation was greater than that under free end excitation. Therefore, the output voltage of the Wheatstone bridge was larger under double sided excitation based on the piezoresistive principle, which made the slope increase, so the DMS was larger under double sided excitation, but the fluid density measuring accuracies were almost same under both types of excitation according to the experimental results. As shown in Figure 11b , we could obtain the fitted curve between slope k and fluid density under double sided excitation from the data in Table 3 . The slope k also decreased linearly with increasing fluid density, which is consistent with Equation (18) . The absolute average measuring accuracy was about 0.60%. In addition, the DMS under double sided excitation was S = ∆k/∆ρ f = 0.013 (kg·m −3 ) −1 , which was above two times that under free end excitation.
It can be seen from Figures 10a and 11a that the output voltage of the sensing chip under double sided excitation was larger than that under free end excitation. The main reason was the stress concentration of micro-cantilever under double sided excitation was greater than that under free end excitation. Therefore, the output voltage of the Wheatstone bridge was larger under double sided excitation based on the piezoresistive principle, which made the slope increase, so the DMS was larger under double sided excitation, but the fluid density measuring accuracies were almost same under both types of excitation according to the experimental results.
Conclusions
A novel slope method for the measurement of fluid density was presented. The slope between driving and output voltages of a sensing chip under nonresonant status was inversely proportional to the density of the surrounding fluid. This measurement method did not need to find accurate resonance frequencies via the sweeping frequency in a large frequency range. The relationship between fluid density and slope has been deduced under flexural and torsional nonresonant vibrations. The influences of frequency and viscosity on the measurement of fluid density by the slope method were studied in experiments. The slope method could be used to measure fluid density with good accuracy when the viscosity value of the measured fluid was less than 10 mPa·s. The fluid density measurement accuracies in the range from 640 kg·m −3 to 870 kg·m −3 were 0.46% and 0.60% by the slope method under free end excitation and double sided excitation, respectively. The experimental results showed that the measurement accuracy under double sided excitation was not better than under free end excitation, but the DMS of 0.013 (kg·m −3 ) −1 under double sided excitation was better than that under free end excitation (0.005 (kg·m −3 ) −1 ). Therefore, it's better for micro-cantilever sensing chip to measure fluid density under torsional vibration by the slope method.
The slope method significantly shortens the measuring time of fluid density compared with traditional measurement methods via the resonant frequency. It just needs to obtain two groups of voltage points to calculate the slope. Accordingly, the resonant method needs to sweep the frequency to obtain the resonant frequency, and it was hard to calculate the accurate resonant frequency over a large range, thus the slope method greatly improves the fluid density measurement efficiency.
Nevertheless some disadvantages still exist in this study. For example, the sensor cannot work in conductive liquids because there was no isolation layer to protect the coil and pads, so a future research direction will be to design a new chip with a protective layer to measure the density of conductive liquidd, and some experiments will be carried out in the fluids with densities larger than 1000 kg/m 3 . In addition, the noise investigation in the measurement is another important research topic for future study.
